A high-power 626 nm diode laser system for Beryllium ion trapping 
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We describe a high-power, frequency-tunable, external cavity diode laser (ECDL) system near 
626nm useful for laser cooling of trapped 9 Be + ions. A commercial single-mode laser diode with 
rated power output of 170 mW at 635nm is cooled to ~ —31 C, and a single longitudinal mode 
is selected via the Littrow configuration. In our setup, involving multiple stages of thermoelectric 
cooling, we are able to obtain ~130 mW near 626 nm, sufficient for efficient frequency doubling to 
the required Doppler cooling wavelengths near 313nm in ionized Beryllium. In order to improve 
nonlinear frequency conversion efficiency, we achieve larger useful power via injection locking of a 
slave laser. In this way the entirety of the slave output power is available for frequency doubling, 
while analysis may be performed on the master output. We believe that this simple laser system ad- 
dresses a key need in the ion trapping community and dramatically reduces the cost and complexity 
associated with Beryllium ion trapping experiments. 

PACS numbers: 



I. INTRODUCTION 

Over the past several decades trapped ions have 
emerged as a powerful architecture for breakthrough 
research into quantum information, computation and 
simulation 1-3 . Key developments include proposals and 
experiments to implement quantum logic gates [4J [5] , ex- 
ceptionally long coherence times [5] , and high-fidelity op- 
erations [BH5]as needed in large-scale quantum compu- 
tation. Among the wide variety of trapped ion species 
in use, Beryllium provides significant advantages [6] to 
the experimentalist: the light mass of 9 Be + results in 
high motional frequencies in RF pseudopotential traps, 
the low atomic number provides a relatively simple level 
structure, the presence of strong cycling transition en- 
ables high-fidelity state detection and efficient cooling, 
and the presence of field-insensitive clock transitions can 
provide long-lived qubit coherences (10s of seconds) [ID] . 
A large number of interesting experiments leveraging 
these capabilities has been conducted using 9 Be + , rang- 
ing from quantum computing and quantum simulation to 
precision frequency metrology and sensing (6j I10H19) . 

Despite these advantages, the technical complexity of 
laser systems required for 9 Be + trapping has reduced 
the uptake of this species in new experimental labora- 
tories. The primary transitions in Beryllium near 313 
nm mandate tunable, high-power, narrow-linewidth, low- 
drift CW lasers in a wavelength range that is not well 
covered by commercial products. For instance, semi- 
conductor diode lasers - appreciated for their relatively 
low technical complexity and cost - do not extend ap- 
preciably below ^370 nm using GaN-based diodes. A 
traditional approach to generating the colors required 
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for experiments with 9 Be + has been to frequency dou- 
ble 100-500 mW red output from a ring dye laser op- 
erating near 626 nm. More recent work has seen the 
development of all-solid-state sources using infrared fiber 
lasers and nonlinear frequency conversion [20TI23J . Both 
approaches, however, are costly and technically complex 
and a compact, economical alternative leveraging semi- 
conductor diode lasers is highly desirable. 

In this manuscript we describe the design and con- 
struction of a compact, economic external cavity diode 
laser (ECDL) system outputting 140 mW red light near 
626 nm - sufficient for subsequent frequency doubling to 
produce ^3 — 5 mW (^70 mW red input to cavity af- 
ter system losses) near 313nm using a home-built dou- 
bling cavity [23] . This work leverages recent advances in 
the production of high-power single-mode semiconductor 
laser diodes operating near 635nm which may be cryo- 
genically cooled to shift their gain profiles near 626 nm 
at T m — 31° C. The laser is assembled in a hermetic 
enclosure in the Littrow configuration in order to estab- 
lish a frequency selective external cavity. Mode-hop free 
piezo tuning of ^5 GHz is achieved allowing broad tuning 
across spectral features of interest for Beryllium exper- 
iments. Long-term stability is provided by stabilizing 
the laser output to a hyperfine transition in molecular 
iodine or direct feedback from a commercial wavemeter. 
We also perform injection locking using two diodes in 
master-slave configuration in order to produce higher us- 
able red-light output; the slave's full power may be di- 
rected to frequency doubling with analysis and frequency 
stabilization performed directly on the master laser. This 
development represents a major simplification of the req- 
uisite laser systems for the 9 Be + ion-trapping community 
and should expand the accessibility of this species to a 
broader range of researchers. 

The remainder of this manuscript is organized as fol- 
lows. In Section |TT] we outline the basic operating prin- 
ciples of the external cavity diode laser and temperature 
tuning. This is followed by a detailed description of our 



experimental system in Section III We then describe the 
system's performance relating to laser frequency output 
and injection locking in Section [TV] followed by a conclu- 
sion. 



II. TEMPERATURE-TUNED EXTERNAL 
CAVITY DIODE LASERS 

In a semiconductor diode laser a double p — n hetere- 
ojunction acts both as the gain medium and as a waveg- 
uide to form an optical resonator for lasing. An injec- 
tion current produces a population inversion by 'inject- 
ing' electrons and holes from opposite sides of the junc- 
tion into the depletion region, enabling them to radia- 
tively recombine across the energy bandgap E g via stimu- 
lated emisison of photons, which are emitted through the 
edges of the semiconductor layers [24l [25] . Free-running 
index-guided laser diodes have multiple longitudinal cav- 
ity modes, typically separated by 100-200 GHz, within a 
gain profile with width ~10 nm|26j . Determination of the 
ultimate lasing wavelength thus requires consideration of 
the interplay between these two physical effects. A re- 
sult of this competition is a large free-running linewidth, 
typically of order nm. 

The peak wavelength of the diode's gain profile is pri- 
marily determined by the bandgap, E g , of the semicon- 
ductor junction. A user-accessible parameter influencing 
this value in situ is the temperature of the diode. In 
particular, the temperature dependence of the bandgap 
derives from both lattice expansion and electron-phonon 
interaction 27 . Both contributions are proportional to 
the phonon occupancy of the lattice mode at frequency 
w, n(u},T) oc coth(huj/2kT), with k the Boltzmann con- 
stant. A number of semi-empirical formulae (c.f. [28] ) 
have been devised to model this behaviour, including 
a relatively simple three-parameter model proposed by 
Chen et al.[29] 

E g (T) = E g (0) - S(hu})[coth((huj)/2kT) - 1]. (1) 

Here E g (0) is the bandgap at zero temperature, S is a 
dimensionless coupling constant, and (thu) is the average 
phonon energy with angle brackets indicating an ensem- 
ble average over all phonon modes. The primary obser- 
vation derived from this formalism is that the maximum 
gain of the medium can be temperature tuned; decreas- 
ing the temperature shifts the gain profile to lower wave- 
lengths, typically with a change of ^0.25 nm K^ 1 [30] . 

Once the gain profile is established in a particular 
wavelength range, the competition between longitudinal 
modes within the gain profile determines the emission 
wavelength, with the laser operating at the modes which 
experience the maximum gain. These may be shifted by 
tuning the optical cavity length via the injection current, 
which changes both the instantaneous temperature and 
the carrier density in the junction. However the spectral 
content of a laser diode can be dramatically improved, in- 
cluding reduction to single-mode operation, by exploiting 
their susceptibility to optical feedback [301 GS] • 



Selecting a single longitudinal mode requires the es- 
tablishment of an external cavity in order to provide op- 
tical feedback at a preferred wavelength. This may be 
accomplished using reflection from a diffraction grating 
in the Littrow configuration, forming an external cav- 
ity between the grating and the rear facet of the diode. 
The grating is tilted with respect to the incident beam 
from the laser diode, with the angle of incidence chosen 
such that the first-order diffraction is sent directly back 
into the laser diode while the zeroth order serves as the 
output beam (Fig. [lb), thus acting as a wavelength- 
dependent mirror |26]7 The Littrow angle providing this 
optical feedback may be written 
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where d = l/N is the line-spacing on the grating given 
a line-density N, and A is the optical wavelength. Thus 
tuning the grating angle provides wavelength selectivity 
in the external cavity. From a practical perspective one 
selects a grating with line-density such that the zeroth 
order is reflected nearly perpendicular to the incident 
beam, as indicated by the grating equation J32] for m-th 
order diffraction d(sin0 m + sin#j) = mX, given angle-of- 
incidence #,-. 



III. EXPERIMENTAL SYSTEM 

Our system incorporates a 170 mW, single- 
mode, GaAs-based laser diode from Opnext (model 
HL63133DG) or Mitsubishi (ML520G55 ) in a standard 
(f> 5.6 mm package. These diodes operate at 635-637 nm 
at room temperature and have a measured gain-curve 
shift of ^0.20 nm/K, determined from a linear fit of 
experimental data of wavelength dependence on temper- 
ature. Accordingly, in order to pull the peak wavelength 
of the gain profile the required 11 nm to to 626 nm, we 
must cool the laser diode to near —31° C. 

Accomplishing this temperature tuning requires care- 
ful optical system design providing a hermetic enclosure 
and a thermo-electrically cooled laser diode mount |34j . 
The ECDL is housed in an airtight enclosure machined 
from a block of Al (Fig. [Ik). A groove is milled into the 
top of the enclosure to seat an O-ring between a plexi- 
glass lid (not shown) . All electrical connections are made 
with airtight connectors at feedthroughs in the enclosure. 

The diode and associated optics are assembled on a 
(75 x 30 x 12 mm) Aluminium flexure mount based on the 
design of Hansch et al. [25] (hereafter, "diode assembly"). 
The main diode mount is integrated into this assembly, 
with a 5.6 mm bored hole to house the diode. The diode 
has a wide (~ 15 °) beam divergence angle which must be 
corrected by a collimating lens before feedback from the 
grating is possible. For this purpose we use an / = 4.5 
mm aspeheric Rochester lens pre-mounted in a 9 mm 
threaded ring, installed in a 12 mm square lens mount 
which is glued in place on the diode asembly. 

As shown in Fig. [TJi the diode assembly is mounted 
on two stages of Peltier thermoelectric coolers (TEC) 




FIG. 1: Schematic of the laser diode assembly, a) Complete 
assembly in hermetic enclosure, b) and c) Top and side- 
views, respectively, of the diode mount assembly. Diode is 
mounted in baseplate which is thermally coupled to Peltier 
cooling stacks. Slits in baseplate and grating mount provide 
vertical and horizontal flexure adjustment under tension from 
micrometer screws. Grating is mounted in Littrow configu- 
ration to reflect the first-order diffracted light directly back 
into diode chip, indicated by red-dashed line. A similar ECDL 
assembly has been successfully used to operate cryogenically 
cooled 780 nm diodes, pulled to 767 nm for laser cooling of 
neutral K. It has also been used for high-temperature opera- 
tion of 660 nm diodes near 670 nm for laser cooling of Li. (33] 



from TE technology, each stage consisting of a series pair 
of TECs. The lower pair (item TE-127-1. 0-1.3) is oper- 
ated at a constant current, drawing 68 W from a bench- 
top power supply. The upper pair (item TE-31-1. 0-2.0), 
which draws 11.2 W, is driven by a Thorlabs tempera- 
ture controller (item TED200C). Feedback for tempera- 
ture stabilization is accomplished using the voltage drop 



across a 3 kfl NTC thermistor (not shown) placed in 
thermal contact with the diode mount, a few mm away 
from the laser diode itself. 

The diode assembly is attached to the floor of the en- 
closure by an M4 stainless steel screw to ensure good 
thermal contact between the surfaces of the TEC stacks 
and both the baseplate and flexure mount. All ther- 
mal junctions within the enclosure, including between the 
diode package and the inner surface of the bore in which 
it is seated, are filled with a thin layer of low-outgassing 
cryogenic vacuum grease. To maximize cooling efficiency 
we install thermal insulation made from a double layer 
of high-density foam sheeting placed around the diode 
assembly. The laser enclosure is water-cooled and ther- 
mally isolated from the thermal mass of the optical table. 

Optical feedback is provided using a reflective holo- 
graphic grating from Thorlabs (item GH13-24V) with 
a line density N = 2400 mm -1 , giving a Littrow an- 
gle of 48.7 ° at 626 nm. As shown in Fig. [lp, the 
feedback-grating is cemented with Torr seal to an ad- 
justable Al flexure mount, in turn secured to the vertical 
flexure mount using an M4 screw. The grating angle 
is coarsely adjusted by manual rotation, and fine ad- 
justment is achieved using both a fine-thread microm- 
eter screw and a piezoelectric actuator (PZT). A similar 
micrometer screw in the vertical flexure mount enables 
adjustment of the vertical angular displacement of the 
grating. 

The diode is oriented such that its polarization is par- 
allel to the lines of the grating, providing stable optical 
feedback with optimal wavelength sensitivity 26 1. This 
corresponds to orienting the major axis of the elliptical 
beam in the horizontal plane with about 20% of the in- 
cident power coupled into the first diffraction order. 



IV. LASER OPERATION AND 
CHARACTERIZATION 

A. Alignment and cooling 

The lens position and flexure adjustors require tuning 
to optimize the grating position for the most efficient op- 
tical feedback. Prior to being cemented in place, the lens 
position is adjusted via a telescopic extension arm at- 
tached to a 3D translation stage. First alignment is per- 
formed at room temperature with the diode wavelength 
near 636 nm and a corresponding Littrow angle near 50° . 
Vertical alignment is accomplished by iteratively min- 
imizing the threshold current. With these diodes the 
free-running threshold current ^75 mA is pulled to ^50 
mA when the alignment is correct. 

Before cooling the grating angle is coarsely adjusted 
to 48.7 ° and the enclosure purged with a slow flow of 
nitrogen via a gas inlet in the side of the enclosure. This 
removes residual water vapour and prevents condensa- 
tion on the optics after enclosure is sealed and the ECDL 
cooled. The TECs are then energized and the diode is 
cooled to near -31° C and feedback controlled at this tern- 



perature. Cooling water for the laser enclosure is set to 
12° C, above the dewpoint in the laboratory. This tem- 
perature setting minimizes the thermal gradient across 
the Peltiers while preventing condensation on the exte- 
rior of the enclosure. With thermal insulation internal 
to the enclosure and between the enclosure and optical 
table as described above, we have successfully cooled the 
laser diode below -40° C. Additionally, we observe that 
the threshold current falls with reduced temperature, and 
while we have not confirmed this, diode lifetime generally 
increases. 

After cooling the diode we can select the desired lon- 
gitudinal mode within the shifted gain profile near 626 
nm appropriate for the Beryllium transitions. Threaded 
holes in the enclosure body, normally plugged with M6 
screws permit access to the micrometer screws at low 
temperature as required for optimization of the optical 
alignment. While the plugs are removed, we continuously 
purge the enclosure with dry nitrogen. Once the grating 
is tuned, the enclosure is sealed and no further adjust- 
ment is required so long as the cryogenic temperature is 
maintained. 



B. Output characterization 
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An ultra-low-noise laser diode controller from 
MOGLabs is employed to drive the injection current 
for the diode. Normal operation for the selected diodes 
is up to 185 mA to allow operation safely below the 
maximum rated optical power. It is vital to carefully 
monitor the operating current as the output power 
efficiency improves at low temperatures, but damage 
resistance does not. Characterization of the output on 
a wavemeter or Fabry-Perot optical spectrum analyzer 
shows single-mode operation over a wide range of 
operating currents. 

Fig. [2^, shows the behavior of the output wavelength 
from the ECDL as a function of temperature. The grat- 
ing angle has been tuned to select a longitudinal mode 
near 626.266 nm (blue horizontal line), such that when 
frequency doubled the resulting UV is near 313.132 nm, 
appropriate for Doppler cooling of 9 Be + near zero mag- 
netic field. For this data the output of the ECDL was 
coupled into an optical fiber and measured using a High- 
Finess WSU-10 wavemeter with 10 MHz absolute fre- 
quency accuracy. An automated routine simultaneously 
collected measurements of thermistor resistance in order 
to measure diode temperature. A calibration chart al- 
lowed conversion of resistance to absolute units of tem- 
perature. 

The peak wavelength of the gain profile decreases as 
we cool from room temerature to near -27 ° C. At around 
-22° C the gain profile has migrated far enough that it 
begins to overlap with the longitudinal external cavity 
mode near 626.266. At this point optical feedback on 
that mode locks emission to the target wavelength. We 
observe the ability to tune the output of the diode laser 
using optical feedback alone over a range of ±4nm. 



FIG. 2: Characterization of the output wavelength of the 
ECDL. a. Temperature dependence of ECDL emission wave- 
length. LD is operating at 64 mW and grating is tuned 
to 626.266 nm. Black: emission wavelength measured by a 
high-finesse wavemeter. Measurements taken as temperature 
falls (right-to-left). Target wavelengths near 626 nm identified 
on the figure, b. Sub-Doppler Iodine features near 626.266 
nm obtained using frequency-modulated lock-in-detection and 
polarization spectroscopy on an Iodine vapour cell. Data were 
recorded from an oscilloscope monitoring the error signal gen- 
erated using frequency-modulated lock-in-detection of the the 
iodine features while scanning the piezo at ~10 Hz. Wave- 
length was calibrated using direct measurements of feature 
location via the wavemeter. Approximately 5-10 mW of op- 
tical power was used for Iodine spectroscopy. 



Once thermalized the laser wavelength may be finely 
adjusted via the piezo actuator. Fig. [2}d shows the well- 
known sub-Doppler transitions of molecular iodine in the 
region of 626.266 nm |35) . Our measurement involves sat- 
urated polarization spectroscopy to give a dispersive line- 
shape [36] , and reveals features familiar to Beryllium ion 
trap experimentalists [H]. For instance, doppler cooling 
lasers are typically frequency stabilized using an offset 
lock a few hundred MHz red of the left-most visible tran- 
sition. We have successfully stabilized our laser to Iodine 
features using piezo regulation with long-term deviations 
less than 2 MHz over 1000s of seconds. 

We have measured the instantaneous linewidth of the 
ECDL by performing a heterodyne interference exper- 
iment, comparing the ECDL against an independent 
source of 626 nm light derived from narrow-linewidth 
(^100 kHz) fiber lasers and a nonlinear sum-frequency 



generation technique [33] ■ The instantaneous linewidth 
of the heterodyne beat note near 10 MHz was measured 
using a spectrum analyzer and found to be of order a 
few hundred kHz when the ECDL was operating near its 
maximum output power (~180 mA drive current). This 
is achieved without any fast feedback on the diode cur- 
rent by virtue of the extremely low noise in the MOGLabs 
current source. 

Notably, beam quality appears to vary considerably 
between the candidate diodes we have tested. While our 
results are by no means exhaustive, we have found bet- 
ter quality output modes with Opnext diodes, allowing 
> 55% throughput when coupling into an optical fiber, as 
opposed to a maximum of ~ 30% when using Mitsubishi 
diodes. We have also observed variations in output polar- 
ization homogeneity between diodes of a particular type. 
Prescreening of candidate diodes at room temperature 
reveals these differences. 



C. Injection locking 



beam waist to maximize overlap of the spatial modes of 
the two diodes. The injection-locked slave output power 
is transmitted through the optical isolator and emerges 
ready to be fully converted to UV. 

Fig. [3] shows our characterization of the injection lock. 
The output from the slave (transmitted through the iso- 
lator) is sent to a Fabry-Perot (FP) intererometer for 
spectral characterization. We seek single-mode operation 
in the optical spectrum analyzer and characterize the rel- 
ative strength of the output mode for different injection 
powers. The overall output power of the injection-locked 
slave is measured with an optical power meter. The FP 
signal strength as a function of slave output power has 
been recorded for three different powers of the master 
laser: (13.5, 15.0, 16.5) mW. In each data set, single- 
mode operation is observed until the respective maxima 
are reached, at which points secondary optical modes 
emerge in the spectrograph. In this regime the injected 
optical power from the master laser is insufficient to pro- 
vide optical feedback to force the slave diode to operate 
single-mode. We observed successful injection locking up 



In general Doppler cooling situations a few mW of 
UV is more than sufficient for practical purposes. How- 
ever, in cases where, e.g. Raman transitions are de- 
sired, higher optical powers are required [33], and the 
amount of available red light must be optimized. In the 
direct ECDL configuration we extract a few tens of mW 
from the main beamline for wavemeter measurement, Io- 
dine spectroscopy, Fabry-Perot stabilization, etc., reduc- 
ing the achievable UV output. 

An alternate arrangement can provide greater available 
red optical power by using an injection-locked master- 
slave configuration between two laser diodes. In this sit- 
uation we employ one laser configured as an ECDL and 
inject a small amount of light into a second diode. The 
narrow-linewdith frequency stabilized output of the mas- 
ter provides optical feedback to the slave so long as the 
slave's gain profile is thermally tuned to the appropriate 
range. 

We employ the beamline depicted schematically in Fig. 
[3^,. The master laser is an ECDL tuned to a longitudinal 
mode near 626 nm, with a vertically polarized output, 
and both master and slave diodes are oriented to out- 
put vertically polarized light. Alignment for injection 
locking is accomplished using an optical isolator with ac- 
cessible polarizing beam cubes. This isolator is oriented 
to transmit the slave's output at +45° linear polariza- 
tion, following a half-wave plate. The transmitted com- 
ponent of the master light at the PBS is used for Iodine 
spectroscopy and the reflected component is transmitted 
backward through the isolator. This backward transmit- 
ted component emerges from the input side of the iso- 
lator at -45 ° and then passes through the HWP which 
rotates its polarization back to vertical, matching it to 
the slave. The master light is then reflected and focused 
in through the front facet of the slave diode via a col- 
limating aspheric lens at its output. A pair of 150mm 
lenses in the master beamline allows adjustment of the 
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FIG. 3: Injection locking in a master-slave configuration, a 
Schematic of the injection locking beamline. The master light 
is focused with a 150 mm lens to pass through the aper- 
ture of an optical isolator (Thorlabs IO-3-633-LP) from which 
it emerges with a +45 ° rotated polarization. This passes 
through a half wave plate (HWP) which restores the polar- 
ization to vertical, before being recollimated by a second lens 
and injected into the polarizing beamsplitter output of a sec- 
ond isolator (Thorlabs IO-5-633-PBS). The reflected light pro- 
vides the optical feedback to the slave laser. A small reflected 
component from the first HWP is used for analysis, b Char- 
acterization of optical output from the slave laser for different 
injected powers. The size of a single optical mode measured 
using a Fabry-Perot spectrum analyzer grows linearly with 
slave output power until the injection power is insufficient to 
maintain single mode injection locking. 



to ~ 140 mW output from the slave, the upper limit at 
which the diode should by safely operated. 

V. CONCLUSION 

We have detailed the design and operation of a 
frequency-tunable ECDL emitting red light near 626 nm. 
Notably, the optical power of up to 140 mW, single- mode, 
is sufficient to enable efficient frequency conversion to 
the UV, providing access to the relevant cycling transi- 
tions in 9 Be + ions. Our approach leverages longstanding 
techniques in the community and recent advances in the 
availability of high-power single-mode laser diodes. 

The system we have developed produces up to ~130 
mW of reliable single-mode, narrow-linewidth optical 
power near 626 nm. In an injection locked configuration 
we achieve up to 140 mW of light useful for frequency 
doubling to obtain approximately 5-7 mW of UV, and 
another ^100 mW useful for analysis, frequency stabi- 
lization, etc. This approach is extensible to multiple slave 



lasers permitting phase-coherent optical power near 626 
nm suitable for high-power Raman laser experiments. We 
believe that this technical development addresses a key 
issue in ion trapping experiments using Beryllium by re- 
ducing the cost and technical complexity associated with 
the required laser systems. 
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